
 
 

 
 

 
Propper Twindicator® Strip Instructions for Use 
 

Propper Twindicator Sterilization Indicator Strips can be used either as an 8-inch strip or, when torn in 
half, as a 4-inch strip. The white indicator line changing to black gives visible proof that saturated steam 
has fully penetrated the pack or pouch within which the strip was placed.  

How to use Twindicator® as an 8-inch strip: 
One end should be at the location considered to be the hardest for steam to reach. The other end may 
project from the contents to give indication that the contents have been processed. The entire indicator 
line must be black. Brown color indicates under processing, and the contents must be reprocessed. Gray 
color may be indication of over processing or wet steam. Faulty sterilizer or cycle must be correct before 
reprocessing.  

How to use Twindicator® as a 4-inch strip: 
Place the entire strip within pack or pouch and follow above instruction for determining that saturated 
steam has fully penetrated the pack.  
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